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[lpeagucnoBue

Llenn 1 npuHuuMnel cTaHgapTusaunm B Poccunckon ®egepauum yctaHoeneHsl PegepanbHbiM 3aKOHOM
oT 27 aekabpsa 2002 r. Ne 184-P3 «O TeXHNYeCKoM perynmpoBaHn», a npasuna npuMeHeHUs HaunoHanbHbIX
ctaHaapToB Poccunckon ®egepaumm — FrOCT P 1.0—2004 «CTtaHagapTnsaumna B Poccunckon degepadini.
OCHOBHbIE NONOXEHUA»

CBeaeHUA o0 cTaHpapTe

1 NMOArOTOBJIIEH ObwectBoM ¢ orpaHu4yeHHoM oTBETCTBEHHOCTLIO «PapmcTep» (OO0 «PapmcTep»)
Ha OCHOBe NepeBoJa Ha PYCCKUU A3bIK cTaHAdapTa, yKasaHHOro B NyHKTe 4, KOTOPbIA BbINOSIHEH UHCTUTYTOM
«brnopunsnkar

2 BHECEH TexHun4yeckum komuteToM no ctaHgapTuszaummn TK 383 «Ctepunusaunsa meguumMHCKoN Npo-
OyKLN»

3 YTBEP>XAEH W BBEJEH B AEWNCTBWE [MMpukasom ®eaepansHOro areHTcTBa no TeXHNYeckomy
pPErynmpoBaHuntio U metponorium ot 2 aekadps 2009 r. Ne 530-cT

4 HacTtoawmn ctaHgapT ngeHtTudeH esponenckomy ctaHgapty EH 556-1:2001 «Ctepunusaymna meam-
LMHCKMX n3gennin. TpeboBaHUA K MegULUHCKUM N3aennam Kateropun «ctepuneHbie». Hacts 1. TpedoBaHUSA K
MeaNLUMHCKUM nsgenuam, nognexawmm puHuiiHon ctepunusaumnmn» (EN 556-1:2001 «Sterilization of medical
devices — Requirements for medical devices to be designated STERILE — Part 1: Requirements for
terminally sterilized medical devices»), Bkntovast nameHeHuns AC:2006.

N3MeHEeHNA K YKasaHHOMY MeXayHapoaHOMY cTaHaapTy, NPUHATLIE Nocne ero ouumnansHoOn nyonmka-
LW, BHECEHBI B TEKCT HACTOSILLEro ctaHgapta U BblaeneHbl ABOUHOW BEPTUKANBHOW NIMHUEN, paCcNONoXXeHHOW
Ha NONsIX OT COOTBETCTBYIOLLEro TEKCTA, a 0b0o3Ha4YeHne 1 rog NPUHATUR MSMEHEHUA NpUBeaeHbl B CKOBKax no-
clle COOTBETCTBYIOLLEro TekcTa.

[Tpy NpUMeHeHUN HACTOALLEro cTaHaapTa pekoMmeHayeTcd MCNoNb30BaTb BMECTO CChINTOYHBLIX MeXayHa-
POAHBLIX CTaHOAapPTOB COOTBETCTBRYOLWME UMW HauUoHanbHbIe cTaHaapTel Poccunckon ®eaepaumn, ceeaeHus
KOTOPbIX NpUBedeHbl B ACNONHATENBHOM npunoXeHun A

5 BBEAEH BI'NEPBbIE

VIHgpopmauus ob uUsMeHeHUsX K HacmosileMy cmaHoapmy ryorukyemcsi 8 eXXe200H0 u3dagaeMoM UH-
cbopMalUOHHOM yKa3zamere « HayuoHarbHble crmaHoapmbi», @ meKkcm U3MeHeHUU U rornpasokK 8 EXEMECSIYHO
U30asaeMbiX UHGpOpMaUUOHHbBIX yKalamessax «HalyuoHanbHbie cmaHoapmbi». B criydae nepecmompa (3amMe-
Hbl) UU OMMEHbI Hacmosweao cmaHOapma coomeemcmeyroujee ygseoomeHue byocem ornybrnukosaHo 8
eXXxeMeCs4YHO u3dasaeMoM UHpOpMayUOHHOM yKa3zamerne «HalyuoHarbHble cmaHoapmsbly. Coomeemcmeyio-
wiast UHgpopmMauus, yeeooMiIeHUe U MeKCcmbl pasMelwjaromes makxe 8 UHpopMaluUOHHOU cucmeme obujeao
rofb308aHuUss — Ha ogbuluanibHoOM caume ®PeoepanbHO20 azeHmemaea rno mexHU4ecKoMy peaynuposaHuro U
Memporio2uu 8 cemu VMIHmepHem

© CtaHgaptuHdopm, 2011

HacTtoawmnn ctaHgapT He MoXeT OblTb MOSHOCTLIO UMM YaCcTUYHO BOCTIPOU3BEAEH, TUPaXKUPOBAaH U pac-
MpocTpaHeH B KayecTBe oduLmanbHoro nsganua 6es paspeweHns PegepanbHOro areHTCTBa No TeXHUYECKo-
MY PeryimpoBaHno N MeTPOSIoru
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BBegoeHue

CTepUnbHbIM CYHMTAETCH TAKOW NPOAYKT, B KOTOPOM OTCYTCTBYHOT XKU3HECTIOCODHBLIE MUKPOOPraHuamel. B
cry4dyae HeobxoaMMOCTU NOCTABKN CTEPUIIBHOIO NPOoAYyKTa B €BPONEUCKUX CTaHaapTax coaepXkmnTcs TpeboBa-
HUEe, YTODbI CrydanHoe MUKpobUonorndeckoe sarpsasHeHme M3 Bcex UCTOUHUKOB ObINC cBeAeHO K MUHUMYMY
BCEMW BO3MOXHbIMK criocobamun. Tem He MeHee, NpoayKuus, NpousBeadeHHas Npu ctaHaapTU3NMPOBaHHbIX
YCNMOBUAX B COOTBETCTBUM C TpebOOBAHNAMKU CUCTEMBI Ka4ecTBa, OTHOCALWMMUNCS K MeAULUUHCKAM N3OENUSM
(cm. EH NCO 13485:2000 nnn EH CO 13488:2000), MOXeT Ao cTepunmsaumm HecT B cebe MUKpOOpraHns-
Mbl Jaxke B ManblX konudyecTtBax. Llenbto npouecca ctepunnsaunm aBnseTcs ymepLusrneHue (rmbenb) naTtorex-
HbIX WM HenaTtoreHHbIX MWUKPOOPraHM3IMoOB WU, TakMm obpasom, npeBpalleHne HecTepuribHbIX M3OenMn B
CTEPUIbHLIE.

MHaKkTuBaLUS KyNbTYpPbl MUKPOOPraHM3MOB NOCcpeacTBOM PU3NYECKOTro U/ XUMUYECKOTO areHTOB, UC-
nonb3yemMasi Ans cTepunusaummn MeQuUUUHCKUX u3oesuu, 4acTo NoYTU NONMHOCTLIO COOTBETCTBYET 3KCMOHEHLIU-
anbHOW 3aBUCUMOCTU. ITO O3HAYaeT, YTO BCerga CyLlecTBYEeT KOHeYHasl BEPOATHOCTb TOro, YTO Kakon-nmbo
MUKPOOPraHnM3m OCTaHeTCS XXU3HECNOCODOHBIM HE3AaBUCUMO OT 0ObeMa UCNONB3YEMOU CTEPUNN3ALMOHHON OD-
paboTKN. NS Kaxaon oTAeNbHO B3ATON 0OpaboTKMN BEPOATHOCTL BEKUBAHUS MUKPOOPraHU3MOB 3aBUCUT OT
ymucna n yCTOMYMBOCTU MUKPOOPraHM3MOB, a TakKe cpeabl, B KOTOPOW NocneaHmne HaxoasaTcs BO BpeMsi obpa-
0oTKU. VI3 3TOro cneayer, YToO HeNb3s rapaHTUpPoOBaTh OTCYTCTBUE XKNIHECNOCODOHLIX MUKPOOPraHM3MOB Ha (B)
nobom nsgenun, nNoaBeprHyTOM cTepunnsalnoHHon obpaboTtke. CmepunbHocmbs 0bpaboTaHHbIX U3aeNnNA
OOIMKHA ObITh Bhipa)KeHa B eAUHULaX BEPOATHOCTU BbIKMBAHUS MUKPOOPraHM3MOB Ha (B) nsgenuax. B ctaH-
naptax Ha MeHe>KMEHT CUCTEM KavecTBa NPU3HAETCH, YTO CYLLECTBYIOT Takme NpoLEecchl, Ka4YeCTBO KOTOPLIX
HEe MOXET ObITb NPOBEPEHO MOCNEeAYHLWMM KOHTPOMEM U UCNbITaHMEM npoaykTa. CTepunmnsaumus — 310 npu-
Mep Takoro npouecca. [lpoueccbl cmepunu3ayuu OOIMKHbI NPOATU Banuaauute nepen ncnonb3opaHnem. x
o PEeKTUBHOCTL A0MKHA PErynapHoO KOHTPONMPOBATLCH, a annapaTtypa — coaepXaTbCcs B paboyeM COCTOS -
HAW.

BaXHo 3HaTb, YTO UCNONb30BAHWE NPaBMbHO BaNUANPOBAHHOIO N TOYHO PerynmpoBaHHOro npolecca
cmepunuizayuu — He eOUHCTBEHHbLIN aKTop, rapaHTUpyLWnUA cmepuibHocmb NPOAYKLUUN, a Takke BO3-
MOXHOCTb €€ NpUMeHeHNs Nno HasHavyeHuto. Heobxoammo obpaTnuTb BHUMaHWE Ha psag dakTopoB, BKIOYas
MUKpOBUonormyeckoe cocTtosiHue (buoHazpy3Ky) UCXOOHbLIX MaTepuanoB WU/MNU BBeAEHHbLIX KOMMOHEHTOB,
YCMOBUA X MOCNEAYIOLWEro XpaHeHUs, a TakKe Ha KOHTPOSb cpeabl, B KOTOPOW NPOAYKT Npon3BegeH, cobpaH U
ynakoBaH.

IV
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HAUMWOHANBbHBIWN CTAHOAPT POCCUUCKOWN PEOEPALUMN

Ctepunusauuna MmeguLUMHCKUX U3aenuu
TPEBOBAHUA K MEOULWNHCKUM U3OEJIUAM KATEITOPUU «CTEPUJIbHbLIE»
YacTtb 1

TpeboBaHUA K MeOQULUHCKUM U34enuam, noanexawmm (pMHULLHOU CcTepunuilaumu

Sterilization of medical devices. Requirements for medical devices to be designated «steriley.
Part 1. Requirements for terminally sterilized medical devices

Nata BBeaeHnsa — 2011—01—01

1 Obnactb NpMeHeHuUA

HacTodawunn ctaHaapT ycTaHaBNMBaeT TpeboBaHUA K MeAULMHCKUM U3genusam, npoweawinm UHULLHYIO
cTepunusauunio, Kotopele byayT oTHeceHbl K Kateropun « CTEPUTIBHBIE» . EH 556-2 ycTtaHaBnMBaeT TpeboBa-

HUA K MegULMHCKUM n3genusam, obpaboTaHHbIM B acenTUYecKMX YCoBUSAX, KoTopble ByayT OTHEeCEeHbI K KaTe-
ropun « CTEPUTIBHBIE» .

[Tpunmedvanune—B pamkax dupektnebl EBponenckoro Cotosa, kacawwencs MeanumMHCKnX n3genum (cm. bmno-
nunorpaduio), 0b6o3HaveHmne megnumHckmnx nagenun « CTEPUTIEHBIE» ponyckaeTcs NUllb TONMBbKO TOrAa, Koraa npuMeHsi-

eTCA BanugupoBaHHbIW MNpouecc crepunus3aumn. TpeboBaHMs K Banuagaumm wu TEKYLWEMY KOHTPOMKO NpOoLEeCcCOoB
cTepunusaummn MeduyuHckux usdenul yctanosnedsl B EH 550, EH 552, EH 554, EH NNCO 14160 n EH CO 14937.

2 HopMaTuBHbIE CCbINKN

B HacToslwem cTaHaapTe UCNoNb3oBaHbl HOPMaTUBHEIE CChINKKA Ha cneayrowne mexayHapoaHble CTaH-
OapTbl™:

EH NCO 13485:2000 Cuctemsbl kavecTtBa. MeguumHckne nsgenud. YHactHole TpeboBaHUS NO NnpumMe-
HeHuto cTtaHgapta EH/WNCO 9001 (u3meHeHHasa pepakuma EH 46001:1996) (naeHTUYeH cTaHaapTy
NMCO 13485:1996) (Quality systems — Medical devices — Particular requirements for the application of
EN/ISO 9001 (revision of EN 46001:1996) (identical to ISO 13485:1996)

EH NMCO 13488:2000 Cuctemsbl kavecTtBa. MeguumHckme nagenund. YHactHole TpeboBaHUA No npume-
HeHUwo cTaHgapta EH/MCO 9002 (unsmeHeHHasa pepakuma EH 46002:1996) (unaoeHTudeH ctaHaapTy
NMCO 13488:1996) (Quality systems — Medical devices — Particular requirements for the application of
EN/ISO 9002 (revision of EN 46002:1996) (identical to ISO 13488:1996)

3 TepMUHbI N onpegeneHus

B HacTosAweM cTaHaapTe NpUMeHeHbl crneayLlne TEPMUHBI C COOTBETCTBYHOLWMMUN onpeaeieHUsIMU:

[TpumeyaHwune— TepMnHbl, onpeaeneHns KOTOPbIM AaHbl B HACTOSALWEM pasaene, BblAeNneHbl B TEKCTE HACTO-
ALEro cTaHgapTa KypCuBOM.

3.1 6unoHarpy3ska (bioburden): Nonynaunsa >XM3HeCNOCODOHLIX MUKPOOPraHM3MOB Ha NpoaykTe W/Unu
YNaKOBKE.

* Insg gatupoBaHHbIX CChINOK UCMOMNb3YIOT TONBbKO YKa3aHHOE uagaHne craHgapra. B cnyvae HegatupoBaHHbBIX CCbl-
NTOK — nocneaHee nagaHne crtaHgapra, BKo4Yas Bce UBMEHEHUSA U NOMPaBKM.

U3pgaHne odbvumanbHoe
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3.2 MeauuuHckoe usgenue (medical device): J1iobon MHCTPYMEHT, annapaT, YCTPOUCTBO, MaTepuar
M MHOE Mn3penune, KoTopble, byay4n UCNOMb30BaHbl CAMOCTOATENIbHO UMW B KOMOUHALIMX ApYr C APYroMm,
BKI1o4Mad nporpaMmmHoe obecnevyeHue, Heobxoanmoe anst X NnpaBUbHOIO NPUMeHeHUs, npegHasHavYeHo U3-
roTOBUTENEM AN UCNONb30BaHUA B Lendax:

- AWarHocTuKkn, NnponUnakTuku, MOHUTOPUHra, Ne4veHunst nnn odbnerdeHna 3aboneBaHus;

- AUAarHoCTUKN, MOHUTOPUHIa, NeveHnus, obner4yeHmnst Unm KoMmneHcawunmm TpaBmMbl U MHOTO (PU3NHECKO-
ro HegocTaTKa;

- U3yYeHus, 3aMeHbl, MogndpnKaLnum aHaToM1nU MN U3nNoormyeckoro npoLecca;

- KOHTpONS 3a4aTtug.

[denctBne mMeanuMHCKOro N3gennusa BHYTPU MNU CHaPYXXU Tena venoBeka gocturaetcst 6es npumMmeHeHus
hapMakonornyecknx, UMMyHOIOrMYEeCKUX UM Mmetabonniecknx cpeacTs, oaHako noaocbHele cpeacTBa MOTyT
MCMNONb30BATLCH NPU NPUMEHEHN N3OENNNA.

3.3 cTepunbHocTb (sterility): CocToaHMe, NpU KOTOPOM OTCYTCTBYIOT XXU3HECNOCODOHbIE MUKPOOPraHn3-
Mbl.

3.4 cTepunbHbIU (sterile): CocToaHUE MECUUUHCKO20 U30eruUsi, NPU KOTOPOM OTCYTCTBYIOT XKU3HECTO-
COOHbIE MUKPOOPraHU3MBI.

3.5 npouweAawun dpUHULWHYKO cTepunusauuro (terminally-sterilized): CocTosiHMe MegUUMHCKOTo nsae-
nng, KOTopoe NoaBeprnoch npoueaype ctepunmusaiim B CBOEU yrnakoBke U cobpaHHOM BUAE, YTO NO3BOMSIET
nogaepXxmeaTtb CTEPUNbHOCTb MeAULMHCKOTo N3gennd, noaBeprHyToro npoueccy crepunmsasuin.

4 TpeboBaHuA

4.1 [ns Toro, Ytobbl MECUUUHCKUE U30ENUS, NMpowedwiue huHULIHYO cmepunu3ayuro, MOrnun ObiTb OT-
HeceHbl K kaTeropun « CTEPUTIBHBIE» , Heobxoanmo, 4Tobbl BEPOATHOCTL NPUCYTCTBUSA B (Ha) HUX XKU3HECNO-
COOHBIX MUKpPOOPraHn3mMoB Oblfla MmeHee unm paeHa 1 x 1079,

[Tpnmeyanune—Illokazarenb BEPOATHOCTU, NPEBLIWAKIWMA JAHHbIE, YKA3aHHbIE B HACTOSIWLEM pasaene, Mo-
XXeT ObITb pa3peLlleH KOMNEeTEHTHbIMU PErNYNIUPYIOWMMKM OpraHamu. Takoe yTBepXXaeHne 3aBUCUT OT KOHKPETHOM CuTyauum,
B TOM 4YMCIie pa3pelieHne A0MmKHO yunTbiBaTb 0cobblie criyvaun, BKToYasi aHanm3 puckoB, NPOBEAEHHbIN MPON3BOAUTENEM

MeaunumMHCcKoro nagenusa (cm., Hanpumep, EH NCO 14971) (AC:2006).

4.2 CooTBeTCTBME N3OeNnnn TpebOBAHMSIM HACTOSALLEro ctaHaapTa ACMKHO ObITb YCTAHOBMNEHO NPOU3-
BOAUTENEM UMK NMOCTaBLLUMKOM NOCcpeacTBOM NpeaocTaBneHUsa AOKYMEHTOB U 3anicen nokasartenen, Aokasbl-
BaKOLWKMX, YTO M3genua Obinv NoABEprHyThbl BanuMaUpOBaHHOMY MNpoLeccy cTepunusauniy, oTBevatolemMy
TpeboBaHusM 4.1.

[JokyMmeHTaumMs 1 3anucu nokasaTtenenm AO0MMKHbl XPaHUTbCH COrnacHo npoueaype, ykasaHHOU B
EH NCO 13485, noagpasgensl 4.5 1 4.16, unn EH NCO 13488, noagpasaensi 4.5 1 4.16.

[MTpumevanune 1— CTepunbHOCTL MEAULIMHCKOIO N3OENUsA OOKA3bIBAETCH:

1) npegBapuTenbHOW Banuaaumen npouecca cTepunmsaymm n nocneayrwmmm pesanngaumnsMmm, nNokasbiBatoLWm-
MW, YTO AaHHbIN NPOLECC MPUEMITIEM,

2) nHopmaunen, cobpaHHOW BO BPEMS TEKYLLENO KOHTPOISA U MOHUTOPUHIa NPoLecca, NOKa3biBaoLWEN, YTO Banw-
ANPOBaHHbIM Npouecc 6bin 3hPEKTUBHO NPUMEHEH.

[MTpnmevanune 2— CTepunbHOCTb MEANLUMHCKOIO N3QENNs onpeaenserTcs ypoBHEM BMOHArpy3kn Ha N3genu-
AX, YCTONUYUBOCTBIO MUKPOOPraHU3MOB, COCTABNSAIOWMX JAaHHYI0 DUOHArpy3Ky, U YCTAHOBMNEHHOW NPOAOIMKUTENBHOCTLIO
06paboTKn BO BpEMS CTEPUNU3aLmm.
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[MpnnoxeHne ZA
(cnpaBo4HoOe€)

Pa3genbl HacToslWero ctaHaapTa, Kacawwuecsd OCHOBHbIX TpeboBaHUN UMTU UHBLIX NOMOXEeHUN
HupekTue EBponenckoro Cora3sa

HacTtoswmn ctaHgapTt 6bin yTBEPXKAEH B paMKax maHaaTa, NonyyYyeHHoro EBponencknm KOMMTETOM MO CTaHAapTU3a-
unmn oT EBponenckon kommccum n EBponenckon accoumaumm csob60aHON TOProBriv, U B COOTBETCTBUN C OCHOBHbIMU TPebo-
BaHusMn Hupektmnebl EBponenckoro Cotosa 93/94/ESDC.

Mpeaynpexaenune: K npoaykunn, K KOTOPON MPUMEHSIOTCSH TPeDOBaHUA HACTOSIWEro ctaHgapTa, MoryT ObITb Npu-
MeHeHbI apyrne TpeboBanusa n upektmeol EBponenckoro Cotoaa.

Tpebosanus OQupektne EBponenckoro Cotosa 90/385/E3C, 93/42/EDC v 98/79/EC gononHA0T crneayrowme pasge-
Nbl HACTOSAWEro cTaHgapTa, NPouNNiCTPUpoOBaHHblie B Tabnuue ZA.1.

CoOTBETCTBME pasgenam HaACTOAWEero craHgapra ABNAeTCA OQHUM U3 YCITOBUN COOTBETCTBUA KOHKPETHBIM CyLLEC-

TBEHHbIM TpeboBaHUAM ANPEKTUBLI, KACAKWENCH U CBA3AHHOW ¢ pernameHtamu EBponenckon accounaumm csobogHOW
TOProBIMw.

Tabnnua ZA.1— CoorBercTBUeE Mexay TpeboBaHUAMM HACTOALWEro ctadgaprta n upektueon EBponenckoro Cotosa

[Toapasgenesl HACTOALLEro

OCHOBHbIe TpeboBaHUA
Oupektuebl 93/42/E3C,

OCHOBHbIE TpeboBaHUA
Oupektuebl 90/385/E3C,

OCHOBHbIe TpeboBaHUA
Oupektuebl 98/79/ESC,

cranfdapra npunoxeHue 1 npunoxeHue 1 npunoXxeHue 1
4.1 1, 8.1, 13.3 (¢) 1,7,14.1, cegbmoe Tupe 1, 2.1, 8.2 (c)
4.2 3.4 — 2.4
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Mpunnoxenve OA
(cnpaBo4HoOe)

CBefeHMA 0 COOTBETCTBUM CCbINMOYHBLIX MeXAYHapPOoAHbIX CTaHAapPTOB
CCbINTOYHbLIM HaLlUuoHanbHbIM cTaHgapTamMm Poccumnckou ®epgepaumm

Tadbnwua HOA.1

0O003HaYEeHUE CChINOYHOro CTeneHb OBo3HaveHne n HaMMmeHoBaHUe COOTBETCTBYIOLLEro HAUWMOHANIBHOIO
MEXOYHAPOOHOro ctaHgapra COOTBETCTBUA cTaHoaprta
EH NCO 13485:2000 IDT [OCT P NCO 13485—2004 «WN3genva meanunHckne. Cuctembl Me-
HEeKMEHTAa KavecTBa. CucTeMHble TpeboBaHUA AN UENen perynmnpo-
BaHUSA»
EH NCO 13488:2000 MOD [OCT P 51537—99 «Cucrtemsbl kKavecTtBa. 13genma meamumnHCKue.
CneymanbHble TpeboBanus no npumeHennto [ OCT P NCO 9002—96»

[Tpu meyaHwune—B HacTosWwen Tabnuue ncnonb3oBaHbl Creaylowme yernoBHble 0603HAYEHUS CTENEHN COOT-

BETCTBUSH CTAHOAPTOB:
- IDT — naeHTnuHbIE CTAHOAPTHI;

- MOD — mogmndmumnpoBaHHble cTaHOapThHI.




[1] EH NCO 9001:1994

[2] EH NCO 9002:1994

3] EH 550

[4] EH 552

5] EH 554

(6] EH 980

7] EH 14971

[8] EH MCO 14160:1998

[9] EH MCO 14937:2000

[10] 90/385/ESC

[11] 93/42/ESC

[12] 98/79/ESC
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bubnuorpadua

Cuctembl KavectBa. Mogenb ans obecneveHus KadecTsa Npu NPoekTupoBaHumn, paspaboTtke,
NPOU3BOACTBE, MOHTA)XE U 0BCNY>XMBaAHUK

(EN ISO 9001:1994 Quality systems — Model for quality assurance in design/development,
production, installation and servicing)*

Cuctembl KOHTPOINA Kavectea. Mogene ansa obecneveHus ka4ecTsa rnpu NPon3BoOACcTBE, MOHTA-
Xe n obecnyxXmBaHmm

(EN 1S5S0 9002:1994 Quality systems — Model for quality assurance in production, installation
and servicing)”

Ctepunusaymsa MeguumHCKUX wunsgenun. Banunpgauma n TekKywun KOHTPONb CcTepunmsauumn

OKUCbH) 3TUJTIEHAa

(EN 550 Sterilization of medical devices — Validation and routine control of ethylene oxide
sterilization)*

CTepunusaynsa megnumHCKUX n3genvun. Banngaumsa n TekyLwmmn KOHTPONnb paanaymoHHON CTepU-
nuaauumm

(EN 552 Sterilization of medical devices — Validation and routine control of sterilization
irradiation)*

CTepununsaymsa MegnumHCKUX nagenvun. Banngaums v TEKYLWMN KOHTPONb CTEPUIIN3aunm BOAs-
HbIM NAPOM

(EN 554 Sterilization of medical devices — Validation and routine control of sterilization moist
heat)”

[ pathuyeckmne CUMBOIMbI, UCNOMNb3yEMbIE AN MAPKUPOBKU MEAULMHCKUX U3OENUN

(EN 980 Graphical symbols for use in the labeling of medical devices)*
Yctpouctea meguumHckue. [lpyMeHeHne CucTtembl yrnpaeneHus puckamm K MeguUUHCKUM
ycTponctBam (AC:2006) [EN 14971 Medical devices — Application of risk management to

medical devices (ISO 14971:2007)]*
CTepununsayms ogHopa3oBbIX MEQUUMHCKMX n3genun. Banngauns v TEKYLWMN KOHTPOSb CTEPU-

nn3auun XnaKkmnmMmm XxmMmmnHeCKnMmn CTtepuniin3yroummMmm BelleCtBamMmu

(EN 1SO 14160:1998 Sterilization of single-use medical devices incorporating materials of animal
origin — Validation and routine control of sterilization by liquid chemical sterilants)*
CTepununsaymsa megmumHckon npoaykummn. Oduwme tpeboBaHnsa ans onpegeneHnst Xxapakrepue-
TUK CTEPUITUIYIOLLLENO BELWLECTBA U ANs pa3paboTkuy, Banugaunm n TEKYLLEro KOHTPONS npouecca
cTepunusaunm

(EN 1SO 14937:2000 Sterlization of health care products — General requirements for
characterization of a sterilizing agent and development, and routine control of a sterilization
process for medical devices)”

KoHcynbckasa HOupektmBa o1 20 wuioHa 1990 r. no COOTBETCTBUIO 3aKOHOOATENbCTB OCY-
OAPCTB-yYaCTHUKOB, Kacawuwasacs akTUBHbIX WMMONAHTUPYEMbIX MEOUUUMHCKUX WU3Oenun
(90/385/EEC Council Directive of 20 June 1990 on the approximation the laws of the Member
States relating to active implantable medical devices)*

KoHcynbckas dupektnea ot 14 nionsa 1993 r. o megnumHckux nagenusax [O.J.L 169 1.43 (12 nions
1993)]

[93/42/EEC Council Directive of 14 June 1993 concerning medical devices (O.J.L pp. 169 1.43
(12 July 1993)]*

Koncynbckas dupektnea o1 27 oktsa6psa 1998 r. no in vitro gnarHocTM4eckum MeanumMHCKUM n3-

OENVAM
(98/79/EEC Council Directive of 27 October 1998 on in vitro diagnostic medical devices)*

* OdomumanbHbIN NepeBo AaHHOro ctaHaapTa Haxoantes B PegepanbHOM MHPOPMaAUMOHHOM dhoHae.
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